Artifacts in fundus photographs.
Many artifacts can be found in fundus photography and may be caused by the technician, patient, or camera. Artifacts caused by mechanical problems in the camera or from the patient's media or pupil variations are invisible until the film is developed. Most artifacts, however, can be seen in the viewfinder during the photographic session and can be corrected. When artifactual problems occur, they should be documented in the patient's record, especially if they degrade the quality of the photograph.